


6. Firmly press the protruding arc-shaped air bag on the sample tube cap of
the Feline and Canine SARS-CoV-2 Reaction Card to deform it and recess it
into the tube.

7. Hold the card, shake it up and down for 10 times in about 5 seconds. Then
proceed to next step immediately. Discard the card if the bubble volume
occupies more than 1/3 of the chamber.

8. Open the cabin door of Integrated Nucleic Acid Testing Device, and insert
the Reaction Card into the device according to the direction indicated on the
Feline and Canine SARS-CoV-2 Reaction Card, and push it to the fixed position
of the bottom card slot, close the cabin door.

9. Press start button to start the run. The light is flashing blue during the
operation.

10. Wait 15-35 minutes.

11. When the run is completed, the result displays with indicator lights on.
Record the result in time. The assay is finished.

12. Open the cabin door, take out the Feline and Canine SARS-CoV-2 Reaction
Card, and put it into waste bag, seal the waste bag, and dispose of the waste
following local regulations.

13. If move on to next test, press the power button to eliminate the last test
result (the power indicator is steady on), insert the reaction card to be tested,
and then press the power button for the next normal test (back to STEP 1). If
not, press the button for over 3 seconds to turn it off.

STEP 5: Interpretation of Test Results and Suggestions

1.The results of the device are determined as follows:

In case of a positive result:
a) Export the data on the

The sample was

Positive indicator determined to be

light on positive for any one computer for analysis of
or more of the detection results of
SARS-CoV-2. each target of
SARS-CoV-2.

In case of a negative
The sample was result:
determined to be a) If symptoms of feline
negative. respiratory syndrome
appear, do a new test.

Negative indicator
light on

Invalid result. In case of invalid result:
Test should be repeated.  a) No conclusion can be
Possible reasons are: made with this result.

All lights onatthe (@ Inhibited reaction due  b) Perform a new test.

same time to insufficient sample <) If the problem
quantity. persists, please contact
(2) Operation error. the local distributor for
(3) Contaminated sample. ~ assistance.

1. The test results from this kit are only for clinical reference and should be
used in conjunction with signs/symptoms, medical history, other laboratory
test results for the cat and dog for a comprehensive analysis and interpreta-
tion. They should not be used as the sole basis for clinical diagnosis and
treatment.

2. False negative results may occur if the sample contains an insufficient
amount of virus.

3. False positive results may occur if cross-contamination of the sample or
contamination from the laboratory environment occurs during sample
handling.

4. Mutation of the target sequence during the virus epidemic or the sequence
changes caused by other reasons may lead to false negative results.

1. Sensitivity (Limit of Detection): 400 copies/mL.

2. Specificity: This kit does not cross-react with other common pathogens
from dogs and cats with similar symptoms, e.g. canine herpesvirus (CHV),
canine pneumovirus (CnPnV), mycoplasma cynos, canine adenovirus 2
(CAV-2), canine distemper virus (CDV), canine parainfluenza virus (CPLV)
feline calicivirus (FCV), feline herpesvirus 1 (FHV-1), Chlamydophila felis (c.
felis), mycoplasma felis (M. felis) or Bordetella bronchiseptica (Bb).

3. Repeatability: The intra-assay repeatability detection rate is 100% and the
inter-assay repeatability detection rate is 100%.

1. This kit is for in vitro diagnostic use only, please read this instruction
carefully before use, and operate strictly in accordance with the instruction.

2. The correct collection of swab samples and accurate operation according
to the inspection method are critical to the accuracy of the test results.

3. The validity period must be checked before the test. The test kit shall not
be used after the expiry date indicated on the outer packaging.

4. Avoid excessively high test environment temperature. If the kit is stored at
a lower temperature, it must be returned to room temperature before
opening to avoid moisture condensation.

5. Make sure there are no damage of the Feline and Canine SARS-CoV-2
Reaction Card bag, and no liquid leakage of the nucleic acid releasing agent
01. Do not use them if any leakage occurs.

6. Avoid contact with eyes or skin by the Nucleic acid releasing agent 01
solution.

7. Disposal: all parts used have a potential risk of infection. Please use the
provided waste bag for disposal.

8. The freeze-dried reaction microspheres are very easy to deliquesce. The
sealed package of Feline and Canine SARS-CoV-2 Reaction Card should not
be opened too early. If it is not used for testing as soon as possible after
opening the package, the Feline and Canine SARS-CoV-2 Reaction Card
cannot be used.

9. It is recommended that the next step of the experiment be carried out as
soon as samples are collected.

10. False positive results may occur if cross-contamination is not controlled
during collection and sample handling.
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